
• r:. •• AIR TOXICS LTD. 170535 

AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 34028 

Lab ID#: 0605085B-23A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

File 
bit ion:: 

Compound 
Rot. Limit 

(PPbv) 
Amount 

(PPbv) 
Rpt Limit 
(uG/m3) 

Amount 
(uG/m3) 

Freon 12 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 

Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 
Cyclohexane 

0.35 

0.35 

0.35 

0.35 

1.7 

130 

Not Detected 

0.36 

Not Detected 

Not Detected 
0.35 

0.35 

0.35 

1.7 

0.35 

Not Detected 

Not Detected 

0.33 J 

63 

Not Detected 
0.35 

1.7 

1.7 

1.7 

0.70 

Not Detected 

2101-ZT 
Not Detected 

Not Detected 

5.6 

1.7 

1.7 

1.7 

0.35 

1.7 

39 

Not Detected 

29 

Not Detected 

Not Detected 
0.35 

1.7 

0.35 

0.35 

1.7 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

9.4 

1.7 

2.4 

0.72 

0.89 

3.8 

1.4 

0.92 

2.0 

3.3 

2.7 

1.4 

4.1 

4.3 

5.4 

2.4 

6.3 

6.9 

6.1 

1.4 

5.1 

1.4 

5.1 

1.7 

1.9 

6.0 

630 

Not Detected 

0.73 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.9 J 

120 

Not Detected 

Not Detected 

500 t T 

Not Detected 

Not Detected 

19 

140 

Not Detected 

100 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

32 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 
Heptane 

Trichloroethene 

0.35 

0.35 

0.35 

1.7 

0.35 

Not Detected 

9.5 

Not Detected 

30 

4.2 

2.2 

1.1 

1.4 

7.1 

1.9 

Not Detected 

30 

Not Detected 

120 

23 
1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.35 
1.7 
1.7 

0.35 
1.7 

0.35 
0.35 
0.35 
0.35 
1.7 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

2.8 

46 

Not Detected 

Not Detected 

36 

Not Detected 

1.6 

6.3 

12 

1.6 

7.1 

1.3 

1.6 

1.9 

2.4 

7.1 
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Not Detected 

NotDetected 

Not Detected 

Not Detected 

11 

170 

Not Detected 

Not Detected 

250 

Not Detected 

0289 



AIR TOXICS LTD. 
V _ y AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 34028 

Lab ID#: 0605085B-23A 

MODIFIED EPA METHOD TO-15 GC/MS F U L L SCAN 

pfeF;actor>';?'- ".| ~'.v 

::?yy:< --^:M:.^Wr 
date of Cojlectio 
Data:of •Analysis 

n: 5/3/06 _ J "_, " ' 

Compound 
R a t Limit 

(ppbv) 
Amount 
(ppbv) 

Rpt Limit 
(uG/m3) 

Amount 
(uG/m3) 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

1.7 

0.35 

0.35 

0.35 

0.35 

Not Detected 

Not Detected 

Not Detected 

10 

37 

15 

2.7 

1.6 

1.5 

1.5 

Not Detected 

Not Detected 

Not Detected 

44 

160 

o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.35 

0.35 

1.7 

1.7 

0.35 

14 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.5 

1.5 

18 

8.6 

2.4 

59 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1,3-Dichlorobenzene 

1.7 

1.7 

0.35 

0.35 

0.35 

Not Detected 

3.5 

1.2 

3.4 

Not Detected 

8.6 

8.6 

1.7 

1.7 

2.1 

Not Detected 

17 

6.0 

16 

Not Detected 

1,4-Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.35 

0.35 

0.35 

1.7 

1.7 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

2.1 

1.8 

2.1 

13 

18 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

J = Estimated value. 
E = Exceeds instrument calibration range. 
Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates 
Method 

%Recovery Limits 

1,2-Dichloroethane-d4 109 70-130 

Toluene-d8 100 70-130 

4-Bromofluorobenzene 104 70-130 

Page 2 0290 



AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 34440 

Lab ID#: 0605085C-29A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

5710/06?07i42«M W 

Compound 

Freon 12 
Freon 114 
Chloromethane 
Vinyl Chloride 
1,3-Butadiene 

Rot. Limit 
(ppbv) 

Amount 
(ppbv) 

Rpt. Limit 
(uG/m3) 

Amount 
(uG/m3) 

Bromomethane 
Chloroethane 
Freon 11 
Ethanol 
Freon 113 

1,1-Dichloroethene 
Acetone 
2-Propanol 
Carbon Disulfide 
Methylene Chloride 
Methyl tert-butyl ether 
trans-1,2-Dichloroethene 
Hexane 

1,1-Dichloroethane 
2-Butanone (Methyl Ethyl Ketone) 
cis-1,2-Dichloroethene ~" 
Tetrahydrofuran 
Chloroform 
1,1,1-Trichloroethane 
Cyclohexane 
Carbon Tetrachloride" 
Benzene 

1,2-Dichloroethane 
Heptane 
Trichloroethene 

1,2-Dichloropropane 
1,4-Dioxane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
4-Methyl-2-pentsnone 
Toluene 

trans-1,3-Dichloropropene 
1,1,2-Trichloroethane 
Tetrachloroethene 
2-Hexanone 

0.15 
0.15 
0.15 
0.15 
0.74 

7.9 
Not Detected 

0.14 J 
Not Detected 
Not Detected 

0.74 
1.0 

0.31 
0.38 
1.6 

0.15 
0.15 
0.15 
0.74 
0.15 

Not Detected 
Not Detected 

0.28 
1.6 

Not Detected 

0.58 
0.39 
0.84 
1.4 
1.1 

0.15 
0.74 
0.74 
0.74 
0.30 

Not Detected 
5.0 

Not Detected 
Not Detected 
Not Detected 

0.59 
= 1.8 

1.8 
2.3 
1.0 

0.74 
0.74 
0.74 
0.15 
0.74 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

2.7 
3.0 
2.6 

0.60 
2.2 

0.15 
0.74 
0.15 
0.15 
0.74 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.59 
2.2 

0.73 
0.81 
2.6 

0.15 
0.15 
0.15 
0.74 
0.15 

Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.89 

0.94 
0.48 
0.60 
3.0 

0.80 
0.15 
0.74 
0.74 
0.15 
0.74 

~0.f5 
0.15 
0.15 
0.15 
0.74 

Not Detected" 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.57" ~ 
Not Detected 
Not Detected 

1.2 
Not Detected 
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39 
Not Detected 

0.30 J 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

1.6 
3.1 

Not Detected 
Not Detected " 

12 
Not Detected 
Not Detected 
Not Detected 
Not Detected ~ 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected" 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected ~ 
Not Detected 
Not Detected 
Not Detected 

4.8 

0-69 Not Detected 
2 - 7 Not Detected 
5-0 Not Detected 

°-68 Not Detected 
3.0 Not Detected 

0.56 ~22 
u-68 Not Detected 
°-81 Not Detected 
10 8.0 
3- ° Not Detected 

0023 



AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 34440 

Lab ID#: 0605C85C-29A 

J = Estimated value. 

Container Type: S Liter Summa Canister (100% Certified) 

Surrogates %Reccvery 

DH.FakqrrK-' ' , '< • 
"7050921;.' : <; -•: 

a ted f l ^ l ya l s : . aSOTflo'T^^S-^ 
Compound 

Rpt. Limit 
(ppbv) 

Amount 
(ppbv) 

Rpt. Limit 
(uG/m3) 

Amount 
(uG/m3) 

Dibromochloromethane 
1,2-Dibromoethane (EDB) 
Chlorobenzene 
Ethyl Benzene 
m,p-Xylene 

0.74 
0.15 
0.15 
0.15 
0.15 

Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.24 

6.3 
1.1 

0.68 
0.65 
0.65 

Not Detected 
Not Detected 
Not Detected 
Not Detected 

1.0 
o-Xylene 
Styrene 
Bromoform 
Cumene 
1,1,2,2-Tetrachloroethane 

0.15 
0.15 
0.74 
0.74 
0.15 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.65 
0.63 
7.7 
3.7 
1.0 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

Propylbenzene 
4-Ethyltoluene 
1,3,5-Trimethylbenzene 
1,2,4-Trirnethylbenzene 
1,3-Dichlorobenzene 

0.74 
0.74 
0.15 
0.15 
0.15 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

3.7 
3.7 

0.73 
0.73 
0.90 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

i ,4-uichlorobenzene 
alpha-Chlorotoluene 
1,2-Dichlorobenzene 
1,2,4-Trichlorobenzene 
Hexachlorobutadiene 

0.15 
0.15 
0.15 
0.74 
0.74 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.90 
0.77 
0.90 
5.5 
7.9 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

Method 
Limits 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

105 
99 
105 

70-130 
70-130 
70-130 

Page 2 
0024 



AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALVTICAL LABORATORY 

Client Sample ID: 23886 

Lab ID#: 0605085B-14A 
M Q D I F I E D E P A METHOD TO-15 GC/MS FULL SCAN 

DH^ct i^o ! 

Compound 

Freon 12 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 
Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 

Cyclohexane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Heptane 

Trichloroethene 

1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

R D L Limit 
(PPbv) 

4.1 

4.1 

4.1 

4.1 

20 

4.1 

4.1 

4.1 

20 

4.1 

4.1 

20 

20 

20 

8.2 

20 

20 

20 

4.1 

20 

4.1 

20 

4.1 

4.1 

20 

4.1 

4.1 

4.1 

20 

4.1 

4.1 

20 

20 

4.1 

20 

4.1 

4.1 

4.1 

4.1 

20 

Amount 

(PPbv) 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

ft^bflAroiVirisi 5/15/06 6g:4BPM 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

32 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

11 

Not Detected 

Not Detected 

1000 

Not Detected 

Rpt Limit 
(uG/m3) 

20 
29 
8.5 
10 
45 

16 
11 
23 
39 
31 

16 
49 
50 
64 
28 

74 
81 
72 
16 
60 

16 
60 
20 
22 
70 
26 

•13 
16 
84 
22 
19 
74 
140 
19 
84 
15 
19 
22 
28 
84 

Amount 
(uG/m3) 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Net Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Page 1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

170 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

42 

Not Detected 

Not Detected 

6800 

Not Detected 

0187 



AIR TOXICS LTD. 
^ y AN ENVIRONMENTAL ANALYTICAL LABORATORY 

' Client Sample I D : 23886 

Lab ID#: 0605085B-14A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

•^X yi 'yy?..v' '2yMMh[:i 
File Name:: %^^--y • . 7051509/ ' d" Date of .Collection: 5 / 2 / 0 6 ' ,. . ' 

.-.:vii;V- :'T::'.V7"T.> f7, V-> 
"v.*; - '-.'•• -k^V-rr.:-. ' i>\. P i t ^ ^ r & j v s l s ; #15 /06 B 6 : 4 S P ^ : ^ 

Rot. Limit Amount Rp t Limit Amount 
Compound (ppbv) (ppbv) (uG/m3) (uG/m3) 

Dibromochloromethane 20 Not Detected 170 Not Detected 
1,2-Dibromoethane (EDB) 4.1 Not Detected 32 Not Detected 
Chlorobenzene 4.1 Not Detected 19 Not Detected 
Ethyl Benzene 4.1 Not Detected 18 NotDetected 
m,p-Xylene 4.1 9.4 18 41 
o-Xylene 4.1 4.0 J 18 17J 
Styrene 4.1 Not Detected 17 NotDetected 
Bromoform 20 Not Detected 210 NotDetected 
Cumene 20 Not Detected 100 NotDetected 
1,1,2,2-Tetrachloroethane 4.1 Not Detected 28 Not Detected 
Propylbenzene 20 Not Detected 100 NotDetected 
4-EthyItoluene 20 Not Detected 100 NotDetected 
1,3,5-Trimethylbenzene 4.1 Not Detected 20 Not Detected 
1,2,4-Trimethylbenzene 4.1 Not Detected 20 Not Detected 
1,3-Dichlorobenzene 4.1 Not Detected 25 Not Detected 
1,4-Dichloro benzene 4.1 Not Detected 25 Not Detected 
alpha-Chlorotoluene 4.1 Not Detected 21 NotDetected 
1,2-Dichlorobenzene 4.1 Not Detected 25 Not Detected 
1,2,4-Trichlorobenzene 20 Not Detected 150 NotDetected 
Hexachlorobutadiene 20 Not Detected 220 Not Detected 

J = Estimated value. 

Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates 
Method 

Surrogates %Recovery Limits 
1,2-Dichloroethane-d4 106 70-130 
Toluene-d8 98 70-130 
4-Bromofluorobenzene 106 70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 34730 

Lab ID#: 0605085C-32A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Compound 

Freon 12 

Rpt. Limit 
(ppbv) 

Amount 
(ppbv) 

Rpt. Limit 
(uG/m3) 

Amount 
(uG/m3) 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 

Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 

Cyclohexane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Heptane 

Trichloroethene 

1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 
Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.25 

0.25 

0.25 

0.25 

1.2 

0.58 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.25 

0.25 

0.25 

1.2 

0.25 

Not Detected 

Not Detected 

0.32 

Not Detected 

Not Detected 
0.25 

1.2 

1.2 

1.2 

0.50 

Not Detected 

6.6 

Not Detected . 

Not Detected 

Not Detected 

1.2 

1.2 

1.2 

0.25 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.25 

1.2 

0.25 

0.25 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.25 
0.25 
0.25 
1.2 

0.25 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.25 

1.2 

1.2 

0.25 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

. Not Detected 
0.25 

0.25 

0.25 

0.25 

1.2 

8.5 

Not Detected 

Not Detected 

75 

Not Detected 

Page 1 

1.2 

1.7 

0.51 

0.63 

2.7 

0.96 

0.65 

1.4 

2.3 

1.9 

0.98 

2.9 

3.0 

3.9 

1.7 

4.5 

4.9 

4.4 

1.0 

3.6 

0.98 

3.6 

1.2 

1.4 

4.3 

1.6 

0.79 

1.0 

5.1 

1.3 

1.1 

4.5 

8.3 

1.1 

5.1 

0 W 
1.1 

1.4 

1.7 

5.1 

2.9 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.8 

Not Detected 

Not Detected 

Not Detected 

16 

Not Detected 

Not Detected 

Not Detected 

Not Detected -

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected" 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected -

Not Detected 

Not Detected 

Not Detected 

Not Detected 

32 ~~ 

Not Detected 

Not Detected 

510 

Not Detected 

004! 



AIR TOXICS LTD, 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 34730 

Lab IDS: 0605085C-32A 

FULL SCAN 

/Hle,Name:<w_"'-':.l; 70510,12 

Compound 
Rpt. Limit 

(ppbv) 
Amount 
(ppbv) 

Rpt. Limit 
(uG/m3) 

Amount 
(uG/m3) 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

1.2 

0.25 

0.25 

0.25 

0.25 
o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.25 

0.25 

1.2 

1.2 

0.25 
Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1.3- Dichlorobenzene 

1.4- Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

1.2 
1.2 

0.25 
0.25 
0.25 

0.25 

0.25 

0.25 

1.2 

1.2 

Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

Not Detected 

Not Detected 

Not Detected 

0.66 

0.77 

0.39 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

%Recovery 

102 

99 

104 

10 

1.9 

1.1 

1.1 

1.1 

1.1 

1.0 

13 

6.1 

1.7 

6.1 

6.1 

1.2 

1.2 

1.5 

1.5 

1.3 

1.5 

9.2 

13 

Not Detected 

Not Detected 

Not Detected 

2.9 

3.3 

1.7 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Method 
Limits 

70-130 

70-130 

70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 14885 

Lab ID#: 0605085B-1IA 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

P l l ^ a c t c r ^ ; ^ ^ 

R D L Limit Amount RpL Limit Amount 
Compound (ppbv) (ppbv) (uG/m3) (uG/m3) 
Freon 12 0.27 0.63 1.3 3.1 
Freon 114 0.27 Not Detected 1.9 Not Detected 
Chloromethane 0.27 0.60 0.55 1.2 
Vinyl Chloride 0.27 Not Detected 0.68 Not Detected 
1,3-Butadiene 1.3 Not Detected 3.0 Not Detected 
Bromomethane 0.27 Not Detected . 1.0 Not Detected 
Chloroethane 0.27 Not Detected 0.71 Not Detected 
Freon 11 0.27 0.31 1.5 1.7 
Ethanol 1.3 4.9 2.5 9.2 
Freon 113 0.27 Not Detected 2.0 Not Detected 
1,1-Dichloroethene 0.27 Not Detected 1.1 Not Detected 
Acetone 1.3 110 E 3.2 270 E 
2-Propanol 1.3 1.9 3.3 4.7 
Carbon Disulfide 1.3 Not Detected 4.2 Not Detected 
Methylene Chloride 0.54 1.1 1.9 3.8 
Methyl tert-butyl ether 1.3 Not Detected 4.8 Not Detected 
trans-1,2-Dichloroethene 1.3 Not Detected 5.3 Not Detected 
Hexane 1.3 Not Detected 4.7 Not Detected 
1,1-Dichloroethane 0.27 Not Detected 1.1 Not Detected 
2-Butanone (Methyl Ethyl Ketone) 1.3 3.6 4.0 11 
cis-1,2-Dichloroethene 0.27 Not Detected 1.1 Not Detected 
Tetrahydrofuran 1.3 Not Detected 4.0 Not Detected 
Chloroform 0.27 Not Detected 1.3 Not Detected 
1,1,1-Trichloroethane 0.27 Not Detected 1.5 Not Detected 
Cyclohexane 1.3 Not Detected 4.6 Not Detected 
Carbon Tetrachloride 0.27 Not Detected 1.7 Not Detected 
Benzene 0.27 0.50 0.86 1.6 
1,2-Dichloroethane 0.27 Not Detected 1.1 Not Detected 
Heptane 1.3 Not Detected 5.5 Not Detected 
Trichloroethene 0.27 Not Detected 1.4 Not Detected 
1,2-Dichloropropane 0.27 Not Detected 1.2 Not Detected 
1,4-Dioxane 1.3 Not Detected 4.8 Not Detected 
Bromodichloromethane 1.3 Not Detected 9.0 Not Detected 
cis-1,3-Dichloropropene 0.27 Not Detected 1.2 Not Detected 
4-Methyl-2-pentanone 1.3 4.9 5.5 20 
Toluene 0.27 25 1.0 96 
trans-1,3-Dichloropropene 0.27 Not Detected 1.2 Not Detected 
1,1,2-Trichloroethane 0.27 Not Detected 1.5 Not Detected 
Tetrachloroethene 0.27 Not Detected 1.8 Not Detected 
2-Hexanone 1.3 Not Detected 5.5 Not Detected 
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AIR TOXICS LTD 
. ANALYTICAL LABORATORY 

Client Sample ID: 14885 

Lab ID#: 0605085B-11A 

MODIFIED EPA METHOD TO-15 CC/MS FULL SCAN 

Compound 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1.3- Dichlorobenzene 

1.4- Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Tri chlorobenzene 

Hexachlorobutadiene 

R D L Limit 
(ppbv) 

1.3 
0.27 
0.27 
0.27 
0.27 

Amount 
(PPbv) 

Not Detected 

Not Detected 

Not Detected 

0.62 

1.9 
0.27 

0.27 

1.3 

1.3 

0.27 

1.3 

1.3 

0.27 

0.27 

0.27 

0.27 

0.27 

0.27 

1.3 

1.3 

E - Exceeds instrument calibration range. 

Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

0.60 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.43 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

%.Recovery 

107 

99 

104 

Rpt Limit 
(uG/m3) 

11 

2.0 

1.2 

1.2 

1.2 

1.2 

1.1 

14 

6.6 

1.8 

6.6 

6.6 

1.3 

1.3 

1.6 

1.6 

1.4 

1.6 

9.9 

14 

Amount 
(uG/m3) 

Not Detected 

Not Detected 

Not Detected 

2.7 

8.2 

2.6 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

2.1 

Not Detected 

Not Detected 

Not Detected 

NotDetected 

Not Detected 

Not Detected 

Method 
Limits 

70-130 

70-130 

70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 4324 

Lab ID#: 0605085C-39A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Fi|eName:;1;-r ' - , * • . ! _ - _ _ 
. Dil. Factor-W' 1. ; . 

7051026. r' 

3ate of Analysis: 
fe5/2/SeM;'^iJ'^iS-
:f5/1,lM6V09:4ilSi^!S^v 

Compound 
Rpt. Limit 

(ppbv) 
Amount 
(ppbv) 

Rpt. Limit 
(uG/m3) 

Amount 
(uG/m3) 

Freon 12 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

0.15 

0.15 

0.15 

0.15 

0.76 

0.81 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.75 

1.1 

0.31 

0.39 

1.7 

4.0 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

0.15 

0.15 

0.15 

0.76 

0.15 

Not Detected 

Not Detected 

0.39 

Not Detected 

Not Detected 

0.59 

0.40 

0.85 

1.4 

1.2 

Not Detected 

Not Detected 

2.2 

Not Detected 

Not Detected 
1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

0.15 

0.76 

0.76 

0.76 

0.30 

Not Detected 

1.9 

Not Detected 

Not Detected 

Not Detected 

0.60 

1.8 

1.9 

2.4 

1.0 

Not Detected 

4.4 

Not Detected 

Not Detected 

Not Detected 
Methyl tert-butyl ether 

trans-1,2-Dichloroethene 

Hexane 
1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

0.76 

0.76 

0.76 

0.15 

0.76 

Not Detected 

Not Detected 

Not. Detected 

Not Detected 

Not Detected 

2.7 

3.0 

2.7 

0.62 

2.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
cis-i ,^-uicnioroethene 

Tetrahydrofuran 

Chloroform 
1,1,1-Trichloroethane 
Cyclohexane 

0.15 

0.76 

0.15 

0.15 

0.76 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.60 

2.2 

0.74 

0.83 

2.6 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 
Heptane 

Trichloroethene 

0.15 

0.15 

0.15 

0.76 

0.15 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.96 

0.48 

0.62 

3.1 

0.82 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.15 

0.76 

0.76 

0.15 

0.76 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.70 

2.7 

5.1 

0.69 

3.1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.15 

0.15 

0.15 

0.15 

0.76 

0.15 

. Not Detected 

Not Detected 

1.5 

Not Detected 

0.57 

0.69 

0.83 

1.0 

3.1 

0.57 

Not Detected 

Not Detected 

10 

Not Detected 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 4324 

Lab ID#: 0605085C-39A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Compound 
Rpt. Limit 

(ppbv) 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.76 
0.15 
0.15 
0.15 
0.15 

Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1.3- Dichlorobenzene 

1.4- Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.15 

0.15 

0.76 

0.76 

0.15 

0.76 

0.76 

0.15 

0.15 

0.15 

0.15 

0.15 

0.15 

0.76 

0.76 

Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

Amount 
(ppbv) 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.27 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

%Recovery 

107 

97 

104 

Rpt. Limit 
(uG/m3) 

6.5 

1.2 

0.70 

0.66 

0.66 

0.66 

0.65 

7.8 

3.7 

1.0 

3.7 

3.7 

0.75 

0.75 

0.91 

0.91 

0.79 

0.91 

5.6 

8.1 

Amount 
(uG/m3) 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Method 
Limits 

70-130 

70-130 

70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 33571 

Lab ID#: 0605085B-20A 

MODIFIED EPA METHOD TO-15 F l ^ L SCAN 

Page 1 

Not Detected 
Not Detected 
Not Detected 

13 
Not Detected 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 33571 

Lab ID#: 0605085B-20A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

B^ta-MAnalysis:; If12/B6 07̂ 20̂ VM;: 
R D L Limit Amount Rpt Limit Amount 

Compound (ppbv) (ppbv) (uG/m3) (uG/m3) 

Dibromoch loromethane 0.82 Not Detected 7.0 Not Detected 
1,2-Dibromoethane (EDB) 0.16 Not Detected 1.3 Not Detected 
Chlorobenzene 0.16 Not Detected 0.76 Not Detected 
Ethyl Benzene 0.16 Not Detected 0.71 Not Detected 
m,p-Xylene 0.16 Not Detected 0.71 Not Detected 
o-Xylene 0.16 Not Detected 0.71 Not Detected 
Styrene 0.16 Not Detected 0.70 Not Detected 
Bromoform 0.82 Not Detected 8.5 Not Detected 
Cumene 0.82 Not Detected 4.0 Not Detected 
1,1,2,2-Tetrachloroethane 0.16 Not Detected 1.1 Not Detected 
Propylbenzene 0.82 Not Detected 4.0 Not Detected 
4-Ethyltoluene 0.82 Not Detected 4.0 Not Detected 
1,3,5-Trimethylbenzene 0.16 Not Detected 0.81 Not Detected 
1,2,4-Trimethylbenzene 0.16 Not Detected 0.81 Not Detected 
1,3-Dichlorobenzene 0.16 Not Detected 0.99 Not Detected 
1,4-Dichlorobenzene 0.16 Not Detected 0.99 Not Detected 
alpha-Chlorotoluene 0.16 Not Detected 0.85 Not Detected 
1,2-Dichlorobenzene 0.16 Not Detected 0.99 Not Detected 
1,2,4-Trichlorobenzene 0.82 Not Detected 6.1 Not Detected 
Hexachlorobutadiene 0.82 Not Detected 8.7 Not Detected 

Container Type: 6 Liter Summa Canister (100% Certified) 

Method 
Surrogates %Recovery Limits 
1,2-Dichloroethane-d4 106 70-130 
Toluene-d8 99 70-130 
4-Bromofluorobenzene 104 70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 11882 

Lab ID#: 0605085A-05A 

MODIFIED EPA METHOD TO-15 GC/MS SIM 

Compound 

Vinyl Chloride 
cis-1,2-Dichloroethene 
Trichloroethene 
Freon 12 

Chloromethane 
1,3-Butadiene 

— Bromomethane 
Chloroethane 
Freon 11 
Freon 113 

1,1-Dichloroethene 
Acetone 
Carbon Disulfide 
Methylene Chloride 
Methyl tert-butyl ether 
trans-1,2-Dichloroethene 
Hexane 

2-Butanone (Methyl Ethyl Ketone) 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Heptane 

1,2-Dichloropropane 
1,4-Dioxane 
Sromodichloromethane 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
Toluene 

trans-1,3-Dichloropropene 
1,1,2-Trichloroethane 
Tetrachloroethene 

•2-Hexanone 
Dibromochloromethane 

R D L Limit 
(PPbv) 

Date ofCoilection: 572/06 ^ -

0.017 
0.034 
0.034 
0.034 
0.084 

0.17 
0.084 
0.084 
0.034 
0.034 
0.017 
0.84 
0.17 
0.34 
0.17 
0.17 
0.17 
0.17 
0.034 
0.034 
0.034 
0.084 
0.034 
0.17 

0.034 

0.17 
0.17 

0.034 
0.17 

0.034 
0.034 
0.034 
0.034 
0.17 
0.17 

1,2-Dibromoethane (EDB) 
Chlorobenzene 
Ethyl Benzene 
m,p-Xylene 
o-Xylene 

0.034 
0.034 
0.034 
0.067 
0.034 

Amount 
(PPbv) 

Not Detected 
Not Detected 
Not Detected 

0.83 
Not Detected 

Not Detected 
Not Detected 
Not Detected 

0.30 
0.076 J 

Not Detected 
1.5 

0.18 J 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.062 J 
Not Detected 
Not Detected 

2.4 

Not Detected 
Not Detected 

Rpt Limit 
(uG/m3) 

0.043 
0.13 
0.18 
0.17 
0.17 

0.37 
0.33 
0.22 
0.19 
0.26 
0.067 
2.0 

0.52 
1.2 

0.60 
0.67 
0.59 
0.50 
0.16 
0.18 

0.21 
0.27 
0.14 
0.69 
0.16 
0.60 
1.1 

0.15 
0.69 
0.13 
0.15 
0.18 
0.23 
0.69 
1.4 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.26 
0.15 
0.14 
0.29 
0.14 

Amount 
(uG/m3) 

Not Detected 
Not Detected 
Not Detected 

4.1 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

1.7 

0.58 _ r 
Not Detected 

3.6 
0.55 ' r 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 

0.23 
Not Detected 
Not Detected 

16 
Not Detected 
Not Detected 

Not Detected 
Not Detected 
Not Detected 
Not Detected 
Not Detected 



AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 11882 

Lab ID#: 0605085A-05A 

MODIFIED EPA METHOD TO-15 GC/MS SIM 

S i l v a n . ; ; V J 

Compound 
RDL Limit Amount Rat. Limit Amount 

Compound (ppbv) (ppbv) (uG/m3) (uG/m3) 
-—Styrene 0.034 Not Detected 0.14 Not Detected 

Bromoform 0.17 Not Detected 1.7 Not Detected 
1,1,2,2-Tetrachloroethane 0.034 Not Detected 0.23 Not Detected 
4-Ethyltoluene 0.17 Not Detected 0.82 Not Detected 
1,3,5-Trimethvlbenzene 0.034 Not Detected 0.16 Not Detected 

•—1,2,4-Trimethylbenzene 0.034 Not Detected 0.16 Not Detected 
1,3-Dichlorobenzene 0.034 Not Detected 0.20 Not Detected 
1,4-Dichlorobenzene 0.034 0.042 J 0.20 0.25 7 
alpha-Chlorotoluene 0.17 Not Detected 0.87 Not Detected 
1,2-Dichlorobenzene 0.034 Not Detected 0.20 Not Detected 
1,2,4-Trichlorobenzene 0.17 NotDetected . J 1.2 Not Detected " ' 
Hexachlorobutadiene 0.17 Not Detected 1.8 Not Detected 
Freon 114 0.034 Not Detected 0.23 Not Detected 
1,1-Dichloroethane 0.034 Not Detected 0.14 Not Detected 

J = Estimated value. 

Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates 
Method 

Surrogates %Recovery Limits 
1,2-Dichloroethane-d4 92 70-130 
Toluene-d8 93 70-130 
4-Bromofluorobenzene 97 70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 24484 

Lab ID#: 0605085B-17A 

Filename: \ l - • 
DiLFacion : , . #

; Osl;^, j v 
- 70511261 J ~ V -

",••' V "-•>'•• " 1 7 4 ; . v -V: . / " ' : 

Compound 
R D L Limit Amount 

(PPbv) (ppbv) 
Rot Limit Amount 
(uG/m3) (uG/m3) 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 

Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

cis-1,2-Dichloroethene 
Tetrahydrofuran 
Chloroform 

1,1,1-Trichloroethane 
Cyclohexane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 
Heptane 

Trichloroethene 

1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

0.17 

0.17 

0.17 

0.17 

0.86 

0.59 

Not Detected 

0.86 

Not Detected 

Not Detected 
0.17 

0.17 

0.17 

0.86 

0.17 

Not Detected 

Not Detected 

0.32 

200 E 

Not Detected 
0.17 

0.86 

0.86 

0.86 

0.34 

Not Detected 

9.6 

6.4 

Not Detected 

Not Detected 

0.86 

0.86 

0.86 

0.17 

0.86 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.92 
0.17 

0.86 

0.17 

0.17 

0.86 

Not Detected 

Not Detected 

0.37 

Not Detected 

Not Detected 
0.17 

0.17 

0.17 

0.86 

0.17 

Not Detected 

0.43 

Not Detected 

Not Detected 

Not Detected 

0.84 

1.2 

0.35 

0.44 

1.9 

0.66 

0.45 

0.96 

1.6 

1.3 

0.68 

2.0 

2.1 

2.7 

1.2 

3.1 

3.4 

3.0 

0.69 

2.5 

0.68 

2.5 

0.83 

0.93 

2.9 

1.1 

0.55 

0.69 

3.5 

0.92 

2.9 

Not Detected 

1.8 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.8 

380 E 

Not Detected 

Not Detected 

23 

16 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

2.7 

Not Detected 

Not Detected 

1.8 

Not Detected 

Not Detected 

Not Detected 

1.4 

Not Detected 

Not Detected 

Not Detected 
0.17 

0.86 

0.86 

0.17 

0.86 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.79 

3.1 

5.7 

0.78 

3.5 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.17 

0.17 

0.17 

0.17 

0.86 

1.2 

Not Detected 

Not Detected 

1.5 

Not Detected 

0.64 
0.78 
0.93 
1.2 
3.5 

4.6 

Not Detected 

Not Detected 

10 

Not I : Detected 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 24484 

Lab ID#: 0605085B-I7A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

FilfcNam83':&;'? 
:b ; iL^c t6n* -^ 

Compound 
Rot. Limit 

(ppbv) 
Amount 

(PPbv) 
Rot Limit 
(uG/m.3) 

Amount 
(uG/m3) 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

0.86 

0.17 

0.17 

0.17 

0.17 

Not Detected 

Not Detected 

Not Detected 

0.21 

0.50 

7.3 

1.3 

0.79 

0.74 

0.74 

Not Detected 

Not Detected 

Not Detected 

0.92 

2.2 
o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.17 

0.17 

0.86 

0.86 

0.17 

0.18 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.74 

0.73 

8.8 

4.2 

1.2 

0.80 

Not Detected 

Not Detected 

Not Detected 

Not Deter tpr i 
Propylbenzene 
4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1,3-Dichlorobenzene 

0.86 

0.86 

0.17 

0.17 

0.17 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

4.2 

4.2 

0.84 

0.84 

1.0 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
1,4-Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.17 

0.17 

0.17 

0.86 

0.86 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.0 

0.88 

1.0 

6.3 

9.1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

E - Exceeds instrument calibration range. 

Container Type: 6 Liter Summa Canister (SIM Certified) 

Surrogates 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

%Recovery 

107 
98 
104 

Method 
Limits 

70-130 

70-130 

70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sampie ID: 13843 

Lab ID#: 0605085B-07A 

• M Q D ! F 1 E D E P A M E T H O D TO-15 GC/MS FULL SCAN 

; ; F l i r N a m ^ ; ^ | | ; : '7051*15 

Compound 

Freon 12 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 

Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Fthyi Ketone) 

cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 

Cyclohexane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Heptane 

Trichloroethene 

1,2-Dichloropropane 
1,4-Dioxane 

Bromodichloromethane 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

RDL Limit 
(PPbv) 

0.16 

0.16 

0.16 

0.16 

0.82 

0.16 

0.16 

0.16 

0.82 

0.16 

0.16 

0.82 

0.82 

0.82 

0.33 

0.82 

0.82 

0.82 

0.16 

0.82 

0.16 

0.82 

0.16 

0.16 

0.82 

Amount 

(PPbv) 

0.66 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.63 

Not Detected 

Not Detected 

Not Detected 

1.5 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.40 

Not Detected 

RDt Limit 
(uG/m3) 

0.81 

1.1 

0.34 

0.42 

1.8 

0.64 

0.43 

0.92 

1.5 

1.2 

0.65 

1.9 

2.0 

2.6 

1.1 

3.0 

3.2 

2.9 

0.66 

2.4 

0.65 

2.4 

0.80 

0.89 

2.8 

0.16 

0.16 

0.16 

0.16 

0.82 

Not Detected 

Not Detected 

Not Detected 

2.5 

Not Detected 

0.62 

0.74 

0.89 

1.1 

3.4 

Amount 
(uG/m3) 

3.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

3.6 

Not Detected 

Not Detected 

Not Detected 

3.5 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

2.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

17 

Not Detected 

^age 1 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 13843 

Lab ID#: 0605085B-07A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

.•5/3/06 

Compound 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m.p-Xylene 

o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

Rot. Limit 
(PPbv) 

0.82 

0.16 

0.16 

0.16 

0.16 

0.16 

0.16 

0.82 

0.82 

0.16 
Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethyl benzene 

1.3- Dichlorobenzene 

1.4- Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzens 

Hexachlorobutadiene 

0.82 

0.82 

0.16 

0.15 

0.16 

0.16 

0.16 

0.16 

0.82 

0.82 

Container Type: 6 Liter Summa Canister (SIM Certified) 

Surrogates 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

Amount 

(PPbv) 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detecied 

Not Detected 

Not Detected 

Not Detected 

%Recovery 

108 

98 

105 

Rot Limit 
(uG/m3) 

7.0 

1.3 

0.76 

0.71 

0.71 

0.71 

0.70 

8.5 

4.0 

1.1 

4.0 
4.0 

0.81 
0.81 
0.99 
0.99 
0.85 
0.99 
6.1 
8.7 

Amount 
(uG/m3) 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

No: Detected 

Not Detected 

Not Detected 

Method 
Limits 

Page 2 
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File Name: 

Compound 

Freon 12 

Freon 114 

Chloromethane 

Viny! Chloride 

1,3-Butadiene 

. ANALYTICAL LABORATORY 

Client Sample ID: 13853 

Lab ID#: 06Q5085B-08A 
M Q P I ™ P E P A ^ r a ° P J O - 1 5 GO/MS FULL SCAN 

R D L L im i t A, * " . . - — — — - = — - '.*•?—•;«•• vfl 

Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 
Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Fthyi k ^ n r ) 

cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 

Cyclohexane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 
Heptane 

Trichloroethene 

1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
Toluene 

trans-1,3-Dichloropropene 
1,1,2-Trichloroethane 
Tetrachloroethene 
2-Hexanone 

.17 

Amount 
(ppbv) 

0.71 

Not Detected 

1.0 

Not Detected 

Not Detected 

Rpt Limit 
(uG/m3) 

Amount 
(uG/m3) 

Not Detected 

Not Detected 

0.33 

3.6 

Not Detected 

Not Detected 

7.1 

Not Detected 

Not Detected 

Not Detected 

1.6 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected' 

Not Detected 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.9 

Not Detected 

Not Detected 

0.37 

Not Detected 

0.68 

0.67 

3.4 

0.92 
1.1 
3.4 

3.5 

Not Detected 

2.1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
1.8 
6.9 

Not Detected 

Page 1 

Not Detected 
17 

Not Detected 

Not Detected 

Not Detected 

5.9 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.6 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

7.3 

Not Detected 

Not Detected 

2.5 

_Not Detected 

0124 



AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 13853 

Lab ID#: 0605085B-08A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

FjlB.Nameî w^T 
DIL'Facton '̂S'iC 

Compound 
Rot. Limit 

(ppbv) 
Amount 
(ppbv) 

Rpt Limit 
(uG/m3) 

Amount 
(uG/m3) 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

0.84 

0.17 

0.17 

0.17 

Not Detected 

Not Detected 

Not Detected 

0.29 

7.2 

1.3 

0.77 

0.73 

Not Detected 

Not Detected 

Not Detected 

1.2 
m,p-Xylene 0.17 0.83 0.73 3.6 
o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.17 

0.17 

0.84 

0.84 

0.17 

0.32 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.73 

0.72 

8.7 

4.1 

1.2 

1.4 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

0.84 

0.84 

0.17 

0.17 

Not Detected 

Not Detected 

Not Detected 

0.37 

4.1 

4.1 

0.82 

0.82 

Not Detected 

Not Detected 

Not Detected 

1.8 

Not Detected 
1,3-Dichlorobenzene 0.17 Not Detected 1.0 

Not Detected 

Not Detected 

Not Detected 

1.8 

Not Detected 
1,4-Dichlorobenzene 

alpha-ChlorotoIuene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.17 

0.17 

0.17 

0.84 

0.84 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.0 

0.87 

1.0 

6.2 

9.0 

Not Detected 

NotDetected 

Not Detected 

Not Detected 

Not Detected 

Container Type: 6 Liter Summa Canister (100% Certified) 

Surrogates %Recovery 
Method 
Limits 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

108 
99 
105 

70-130 
70-130 
70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 05712 

Lab IDs: 0605085B-04A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Compound 
Rot. Limit 

(PPbv) 
Amount 
(PPbv) 

Rot. Limit 
(uG/m3) 

Amount 
(uG/m3) 

Freon 12 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

0.24 

0.24 

0.24 

0.24 

1.2 

0.58 

Not Detected 

0.94 

Not Detected 

Not Detected 

1.2 
1.6 

0.49 
0.60 
2.6 

2.9 

Not Detected 

1.9 

Not Detected 

Not Detected 
Bromomethane 

Chloroethane 

Freon 11 

Ethsnol 

Freon 113 

1,1-Dichloroethene 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

0.24 

0.24 

0.24 

1.2 
:0.24 

Not Detected 

Not Detected 

0.32 

4.5 

Not Detected 

0.92 
0.62 
1.3 
2.2 
1.8 

0.24 

1.2 

1.2 

1.2 

0.47 

Not Detected 

36 

1.8 

1.2 

Not Detected 

0.94 
2.8 
2.9 
3.7 
1.6 

Not Detected 

Not Detected 

1.8 

8.4 

Not Detected 

Not Detected 

86 

4.3 

3.7 

Not Detected 
Methyl tert-butyl ether 

trans-1,2-Dichloroethene 
Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

1.2 

1.2 

1.2 

0.24 

1.2 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

4.2 
4.7 
4.2 

0.96 
3.5 

4.5 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 

Cyclohexane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 
Heptane 

Trichloroethene 

1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 
Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.24 

1.2 

0.24 

0.24 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.94 
3.5 
1.2 
1.3 
4.1 

0.24 

0.24 

0.24 

1.2 

0.24 

Not Detected 

0.54 

Not Detected 

Not Detected 

Not Detected 

1.5 
0.75 
0.96 
4.8 
1.3 

0.24 

1.2 

1.2 

0.24 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.1 
4.2 
7.9 
1.1 
4.8 

0.24 

0.24 

0.24 

0.24 

1.2 

4.5 

Not Detected 

Not Detected 

0.62 

Not Detected 

0.89 
1.1 
1.3 
1.6 
4.8 

Page 1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.7 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

17 

Not Detected 

Not Detected 

4.2 

Not Detected 

0076 



AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client SampSe ID: 05712 

Lab ID#: 0605085B-04A 

File Nama:v V':f"; V -* 7051114 :V '" " % ry 
Dil Factor ' ^ r 

; W v. . r.- . > •• ;-."•-(/ .-it,.. . . .v . -

3 ' "• W:~ .2.36;;-.;.'̂ . :..-;f., ̂ .^ ' -K^;^ 
. . - U a i e . O T . w p l l e C t l O n ^ D/^/.UDr ~ '. , ,rV 

Compound 
Rot. Limit Amount 

(ppbv) (ppbv) 
RDt Limit Amount 
(uG/m3) (uG/m3) 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

1.2 

0.24 

0.24 

0.24 

0.24 

0.24 

0.24 

1.2 

1.2 

0.24 

Not Detected 

Not Detected 

Not Detected 

0.30 

0.82 

0.35 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

10 

1.8 

1.1 

1.6 
1.0 

1.0 

1.0 

12 

5.8 

1.6 

Not Detected 

Not Detected 

Not Detected 

1.3 

3.5 

1.5 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 
1,3-Dichlorobenzene 

1.2 

1.2 

0.24 

0.24 

0.24 

Not Detected 

Not Detected 

Not Detected 

0.42 

Not Detected 

5.8 

5.8 

1.2 

1.2 

1.4 

Not Detected 

Not Detected 

Not Detected 

2.0 

Not Detected 
1,4-Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.24 

0.24 

0.24 

1.2 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.4 

1.2 

1.4 

8.8 

12 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Container Type: 6 Liter Summa Canister (SIM Certified) 

Surrogates %Recovery 

1,2-Dichloroethane-d4 
Toluene-d8 

4-Bromofluorobenzene 

105 

100 

106 

Method 
Limits 

70-130 

70-130 

70-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client SampEe ID: 33568 

Lab ID#: 0605085B-19A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Dl\. Factor. -> ^ ' , . • 1.09C j Jala .OTytipilGCDI 
)^eofAnah>sfj 

^&S»jHOB5̂ ^ Ĵ».ir.-'>>j.:3! 

Compound 
R D L Limit 

(ppbv) 
Amount 

(PPbv) 
Rpt Limit 
(uG/m3) 

Amount 
(uG/m3) 

Freon 12 

Freon 114 

Chloromethane 

Vinyl Chloride 

1,3-Butadiene 

0.10 

0.10 

0.10 

0.10 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.49 

0.70 

0.21 

0.26 

1.1 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Bromomethane 

Chloroethane 

Freon 11 

Ethanol 

Freon 113 

0.10 

0.10 

0.10 

0.50 

0.10 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.39 

0.26 

0.56 

0.94 

0.77 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Acetone 

2-Propanol 

Carbon Disulfide 

Methylene Chloride 

Methyl tert-butyl ether 

trans-1,2-Dichloroethene 

Hexane 

1,1-Dichloroethane 

2-Butanone (Methyl Ethyl Ketone) 

cis-1,2-Dichloroethene 

Tetrahydrofuran 

Chloroform 

1,1,1-Trichloroethane 

Cyclohexane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 
Heptane 

Trichloroethene 

0.10 

0.50 

0.50 

0.50 

0.20 

Not Detected 

Not Detected 

Not Detected 

NotDetected 

Not Detected 

0.40 

1.2 

1.2 

1.6 

0.69 
0.50 

0.50 

0.50 

0.10 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.8 

2.0 

1.8 

0.40 

1.5 
0.10 

0.50 

0.10 

0.10 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.40 

1.5 

0.49 

0.54 

1.7 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
0.10 

0.10 

0.10 

0.50 

0.10 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.63 

0.32 

0.40 

2.0 

0.54 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
1,2-Dichloropropane 

1,4-Dioxane 

Bromodichloromethane 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 
Toluene 

trans-1,3-Dichloropropene 

1,1,2-Trichloroethane 

Tetrachloroethene 

2-Hexanone 

0.10 

0.50 

0.50 

0.10 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.46 

1.8 

3.4 

0.45 

2.0 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
0.10 

0.10 

0.10 

0.10 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.38 

0.45 

0.54 

0.68 

2.0 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 33568 

Lab ID#: 0605085B-I9A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

File Name;' 

•DiL F a c t o r . ^ 
, Date of Col lect ion 

Bate of ijSknatvsfs:'' S/12/B8-M:3^AM:; y 

Compound 
R D L Limit 

(ppbv) 
Amount 

(ppbv) 
Rp t Limit 

(uG/m3) 
Amount 

(uG/m3) 
Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

m,p-Xylene 

0.50 

0.10 

0.10 

0.10 

0.10 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

4.2 

0.77 

0.46 

0.43 

0.43 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.10 

0.10 

0.50 

0.50 

0.10 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.43 

0.42 

5.2 

2.4 

0.69 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1,3-Dichlorobenzene 

0.50 

0.50 

0.10 

0.10 

0.10 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

2.4 

2.4 

0.49 

0.49 

0.60 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
1,4-Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dich lorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.10 

0.10 

0.10 

0.50 

0.50 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.60 

0.52 

0.60 

3.7 

5.3 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Container Type: 6 Liter Summa Canister (SIM Certified) 

Surrogates 
%Recovery 

Method 

Limits 
1,2-Dichloroethane-d4 

Toluene-d8 
104 

99 

104 

70-130 

4-Bromofluorobenzene 

104 

99 

104 
70-130 
7C-130 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 32109 

Lab ID#: 0605085B-18A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Rot. Limit Amount Rpt, Limit Amount 
Compound (ppbv) (ppbv) (uG/m3) (uG/m3) 

Freon 12 0.21 0.63 1.0 3.1 
Freon 114 0.21 Not Detected 1.4 Not Detected 
Chloromethane 0.21 1.0 0.42 2.1 
Vinyl Chloride 0.21 . NotDetected 0.53 Not Detected 
1,3-Butadiene 1.0 Not Detected 2.3 Not Detected 
Bromomethane 0.21 Not Detected 0.80 Not Detected 
Chloroethane 0.21 Not Detected 0.54 Not Detected 
Freon 11 0.21 0.30 1-2 1.6 
Ethanol 1.0 4.1 1.9 7.7 
Freon 113 0.21 Not Detected 1.6 Not Detected 
1,1-Dichloroethene 0.21 Not Detected 0.82 Not Detected 
Acetone 1.0 . 11 2.4 26 
2-PropanoI 1.0 Not Detected 2.5 Not Detected 
Carbon Disulfide 1.0 Not Detected 3.2 Not Detected 
Methylene Chloride 0.41 Not Detected 1.4 Not Detected 
Methyl tert-butyl ether 1.0 1.6 3.7 5.7 
trans-1,2-Dichloroethene 1.0 Not Detected 4.1 Not Detected 
Hexane 1.0 Not Detected 3.6 Not Detected 
1,1-Dichloroethane 0.21 Not Detected 0.83 Not Detected 
2-Butanone (Methyl Ethyl Ketone) 1.0 1.1 3.0 3.4 
cis-1,2-Dichloroethene 0.21 Not Detected 0.82 Not Detected 
Tetrahydrofuran 1.0 ; Not Detected 3.0 Not Detected 
Chloroform 0.21 Not Detected 1.0 Not Detected 
1,1,1-Trichloroethane 0.21 Not Detected 1.1 Not Detected 
Cyclohexane 1.0 Not Detected 3.5 Not Detected 
Carbon Tetrachloride 0.21 Not Detected 1.3 Not Detected 
Benzene 0.21 0.48 0.66 1.5 
1,2-Dichloroethane 0.21 Not Detected 0.83 Not Detected 
Heptane 1.0 Not Detected 4.2 Not Detected 
Trichloroethene 0.21 Not Detected 1.1 Not Detected 
1,2-Dichloropropane 0.21 Not Detected 0.95 Not Detected 
1,4-Dioxane 1.0 Not Detected 3.7 Not Detected 
Bromodich loromethane 1.0 Not Detected 6.9 Not Detected 
cis-1,3-Dichloropropene 0.21 Not Detected 0.93 Not Detected 
4-Methyl-2-pentanone 1.0 Not Detected 4.2 Not Detected 
Toluene 0.21 2.0 0.78 7.7 
trans-1,3-Dichloropropene 0.21 Not Detected 0.93 Not Detected 
1,1,2-Trichloroethane 0.21 Not Detected 1.1 Not Detected 
Tetrachloroethene 0.21 0.38 1.4 2.6 
2-Hexanone 1.0 Not Detected 4.2 Not Detected 
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AIR TOXICS LTD. 
AN ENVIRONMENTAL ANALYTICAL LABORATORY 

Client Sample ID: 32109 

LabID#: 0605085B-18A 

MODIFIED EPA METHOD TO-15 GC/MS FULL SCAN 

Dil..FactoR;;';"^S: ; ; . . ; _ . • I 
7 0 5 i i i 4 V ^ iteiofCollection:',{ 

I ^ 0 5 J B : 0 5 « M r. :̂  

Compound 
R D L Limit 

(ppbv) 
Amount 
(ppbv) 

Rpt Limit 
(uG/m3) 

Amount 
(uG/m3) 

Dibromochloromethane 

1,2-Dibromoethane (EDB) 

Chlorobenzene 

Ethyl Benzene 

1.0 

0.21 

0.21 

0.21 

Not Detected 

Not Detected 

Not Detected 

0.27 

8.8 

1.6 

0.95 

0.89 

Not Detected 

Not Detected 

Not Detected 

1.2 
m,p-Xylene 0.21 0.82 0.89 3.6 
o-Xylene 

Styrene 

Bromoform 

Cumene 

1,1,2,2-Tetrachloroethane 

0.21 

0.21 

1.0 

1.0 

0.21 

0.26 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

0.89 

0.88 

1 l ' 

5.1 

1.4 

1.2 

Not Detected 

Not Detected 

Not Detected 

Not Detected 
Propylbenzene 

4-Ethyltoluene 

1,3,5-Trimethylbenzene 

1,2,4-Trimethylbenzene 

1.0 

1.0 

0.21 

0.21 

Not Detected 

Not Detected 

Not Detected 

0.23 

5.1 

5.1 

1.0 

1.0 

Not Detected 

Not Detected 

Not Detected 

1.4 

Not Detected 
1,3-Dichlorobenzene 0.21 Not Detected 1.2 

Not Detected 

Not Detected 

Not Detected 

1.4 

Not Detected 
1,4-Dichlorobenzene 

alpha-Chlorotoluene 

1,2-Dichlorobenzene 

1,2,4-Trichlorobenzene 

Hexachlorobutadiene 

0.21 

0.21 

0.21 

1.0 

1.0 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

1.2 

1.1 

1.2 

7.6 

11 

NotDetected 

Not Detected 

Not Detected 

Not Detected 

Not Detected 

Container Type: 6 Liter Summa Canister (SIM Certified) 

Surrogates %Recovery 
Method 
Limits 

1,2-Dichloroethane-d4 
Toluene-d8 
4-Bromofluorobenzene 

106 

98 

103 

70-130 

70-130 

70-130 
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